Diffuse Optical Tomography (DOT)is a powerful tool for the reconstruction of optical properties inside a diffusive medium, such as biological tissues. In particular, in the last years, techniques based on structured light illumination and compressive sensing detection have been developed. In this work a time-resolved system based on structured light illumination and compressive detection has been developed and used for DOT. Moreover, a data-driven algorithm for optimal pattern generation based on the Singular-Value Decomposition has been implemented and validated.
INTRODUCTION
Diffuse Optical Tomography (DOT) is a biomedical imaging technique capable to reconstruct a three-dimensional map of the optical properties (absorption and scattering coefficients) from measurements taken the boundary of the tissue sample. Heterogeneities can be ascribed, as an example, to alterations in oxygen saturation (oxymetry) and to the presence of a lesion (breast mammography). 1 The classical approach to DOT is based on a dense coverage of source/detector pairs placed on the surface. 2 This dense coverage is usually achieved using point-like sources and single-element detector, making the system quite complex and expensive. Moreover, time-resolved detection has been demonstrated to increase the accuracy of the optical properties measurement and, if used in a gated approach, also to increase spatial resolution when "early photons", i.e. photon having run a short path in the tissue, are distinguished from "late photon", i.e. photon having run a long path.
3 Thus, the high-density requirement and the time-resolved capability are very difficult to co-exist due to the complexity of the timing electronics on the picoseconds scale. A possibility to overcome this limitation is the use of structured light illumination and compressive detection. Together with the fact that images collected after photon propagation inside a scattering medium have a limited bandwidth, it is possible to envisage compression approaches devoted to data-set reduction without information-loss using time-resolved patterned light illumination and single-pixel camera detection.
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In the recent years there is an increasing attention to adaptive algorithms in which measurement results drive new acquisitions strategies in real-time. [6] [7] [8] [9] This is important for reducing both acquisition and computation times. In the field of DOT this can be achieved using a wide-field approach both in the input and output sides. In the present work a system for time-resolved DOT is described and validated on a cylindrical phantom containing absorbing heterogeneities using Walsh-Hadamard patterns. Afterwards, an adaptive algorithm for optimal pattern search based on the Singular-Value Decomposition (SVD) has been devised and validated on a slab phantom.
MATERIAL AND METHODS
The setup is depicted in Fig.1 . A supercontinuum fiber laser source (SC-450, Fianium) provides mode-locking pulses (40 MHz) in the spectral range 450-1750 nm. The collimated output first passes through a short-pass filter (1000 nm cut-off wavelength) and then through a band-pass filter (@650±20 nm). The beam crosses a motorized circular neutral-density filter for attenuation (4 OD) and then is coupled to a graded-index fiber (∅=100µm) by means of an objective lens (40x). The fiber output is then delivered to an on-axis projection system based on a Total-Internal Reflection (TIR) prism coupled to a Digital Micromirror Device (DMD) (Discovery kit 1100, Vialux) for patterned illumination. After the projection system, an achromatic lens (f=75 mm) projects patterns on the input plane of the sample. This is achieved by means of a flip mirror and a second mirror for the capability to work both in reflectance and transmittance modalities. The sample is mounted on a rotational motorized stage for multiple-view acquisition. The output plane of the sample is then imaged on a second DMD device (Discovery kit 4100, Vialux) for implementation of the single-pixel camera. The DMD plane is then optically conjugated to either a cooled CCD (Versarray 512, Princeton Instruments) or to a step-index optical fiber tip (∅=1 mm) through a long-working distance objective lens (10x). The two paths can be switched by means of a flip mirror. The step-index fiber is finally connected to an imaging system based on two achromatic lenses for coupling the light to a photomultiplier tube (PMT) (HPM-100-50, Becker & Hickl). This PMT is connected The overall Instrumental-Response Function (IRF) of the system, taking into account all broadening due to propagation in fibers and optical materials is about 200 ps FWHM. To measure the IRF, a peace of white paper has been put in the middle of the input and output plane. The two cameras are used for calibration purposes in the following way: on a DMD some control pixels are sequentially switched on at known positions. For each point an image is acquired with the camera and the corresponding fired pixel is detected. Afterwards, a geometric transformation is computed between the DMD space and the camera space, which in turns enables the possibility to correctly project any pattern on the target plane. This procedure is applied on both the DMDs. Illumination and detection field-of-view are about 20 x 20 mm 2 .
The overall measurement is controlled by a home-made software managing both the DMDs, the rotational stage, the camera acquisition and the TCSPC board. The software is capable to work in a slave modality for adaptive measurements. In this case MATLAB runs as the server triggering the measurements.
The tomographic capabilities of the system have been first tested on a cylindrical tissue mimicking phantom (∅ =20 mm, height 50 mm) made of epoxy resin, TiO 2 (as a scatterer), and a toner (as an absorber). Background optical properties (µ a = 0.01 mm −1 and µ s = 1 mm −1 ) were measured by means of a time-resolved spectroscopy system. 10 Heterogeneities can be added by filling two holes (∅=1.6 mm) drilled into the sample with a calibrated solution of intralipid (as a scatterer) and black ink (as an absorber).
11 Different combinations of absorption perturbations have been tested. 8x8 Walsh-Hadamard patterns on the detection side and planar illumination, for each view (8 views at 45
• ), have been used. 12 A nonlinear Gauss-Newton reconstruction algorithm has been applied with a Total Variation regularizer under the framework of TOAST++, a Finite-Element based software for time-resolved light diffusion forward and inverse problems. 13, 14 Time-resolved data integrated on an early gate (width∼ 400 ps) before the peak has been used. 3 More details on the data analysis can be found in reference. 5 Results are shown in Fig. 2 for three absorption combinations.
After this first validation we decided to better understand the importance of input/output patterns related to the heterogeneity position in the sample and explore the possibility of an optimal pattern generation algorithm based on the Singular-Value Decomposition (SVD). To achieve this we used a slab phantom (15 x 64 x64 mm 3 ) with the same background optical properties (µ a =0.01 mm −1 , µ s =1 mm −1 ) with two holes drilled inside the phantom at slightly different depths with respect to the two squared surfaces. A cylindrical black rod has been placed in the holes alternatively on the input and output sides. To find optimal patterns both for the input and the output side, Singular-Value Decomposition (SVD) has been applied. In particular, a contrast matrix C has been constructed with a sequence of differential CCD images (with and without perturbation) acquired when a point illumination on the input side raster scans the illumination area. It is worth noting that the input pattern set can be any basis, such as Walsh-Hadamard, Wavelet, Fourier. By performing SVD of the matrix C it is possible to retrieve a set of input (v i ) and output (u i ) vectors (i.e. patterns) ordered by the singular-values λ i that, in turns, give the respective weight of the two i-th input/output vectors. In particular the decomposition is as follow:
in which the columns of U are u i , the columns of V are v i and Λ is a diagonal matrix containing the singularvalues λ i ordered by their magnitude. Due to magnitude-ordered characteristic of the singular values λ i , it is possible to truncate the spectrum to a certain order k and reconstruct an approximated version C k given by:
where Λ k is the reduced singular-values diagonal matrix. It is worth noting that no positivity constrain in the SVD is imposed, thus for every pattern two positive patterns were implemented on the DMDs after proper area normalization. A truncation to the fifth order is enough for good reconstruction.
Optimal patterns were then projected to the sample and time-resolved single-pixel camera acquisition was enabled. It is interesting to show (see Fig. 3 ) that the first pattern for every sample well represents the shape and position of the perturbation. When the inclusion is on the output side, output patterns shapes around the inclusion whereas the input pattern is almost unstructured. The contrary happens when the inclusion is on the input side.
CONCLUSIONS
In this work, we have shown and characterized a time-resolved DOT system based on structured illumination and compress sensing detection. In particular, after a first validation of the tomographic capabilities of the system using a multiple-view approach on a cylindric phantom, we have shown the importance of both the input/output patterns related to the position of the inclusions using an SVD-based optimal pattern algorithm. Results show that optimal patterns present a structure quite similar to the perturbation inside. In particular, the structure is mostly present on the pattern set related to the side in which the perturbation is more close to the external surface. This is a simple scheme for an adaptive algorithm in which patterns are online calculated during measurement and can set the basis for future developments on more complicated geometry phantoms. 
